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Artifact Rejection Methodology 
Enables Continuous, Noninvasive 
Measurement of Gastric 
Myoelectric Activity in Ambulatory 
Subjects
Armen A. Gharibans1,2, Benjamin L. Smarr3, David C. Kunkel4, Lance J. Kriegsfeld3, Hayat M. 
Mousa2,5 & Todd P. Coleman1

The increasing prevalence of functional and motility gastrointestinal (GI) disorders is at odds with 
bottlenecks in their diagnosis, treatment, and follow-up. Lack of noninvasive approaches means 
that only specialized centers can perform objective assessment procedures. Abnormal GI muscular 
activity, which is coordinated by electrical slow-waves, may play a key role in symptoms. As such, the 
electrogastrogram (EGG), a noninvasive means to continuously monitor gastric electrical activity, can 
be used to inform diagnoses over broader populations. However, it is seldom used due to technical 
issues: inconsistent results from single-channel measurements and signal artifacts that make 
interpretation difficult and limit prolonged monitoring. Here, we overcome these limitations with a 
wearable multi-channel system and artifact removal signal processing methods. Our approach yields 
an increase of 0.56 in the mean correlation coefficient between EGG and the clinical “gold standard”, 
gastric manometry, across 11 subjects (p < 0.001). We also demonstrate this system’s usage for 
ambulatory monitoring, which reveals myoelectric dynamics in response to meals akin to gastric 
emptying patterns and circadian-related oscillations. Our approach is noninvasive, easy to administer, 
and has promise to widen the scope of populations with GI disorders for which clinicians can screen 
patients, diagnose disorders, and refine treatments objectively.

Gastrointestinal (GI) problems are the second leading cause for missing work or school in the US1, giving rise to 
10% of the reasons a patient visits their physician, and costing $142 billion annually2. Symptomatic management 
is routinely used by primary care physicians, and patients are referred to GI specialists if symptoms persist, which 
happens most of the time2. While pathologic findings can be detected with a blood test, endoscopy, or imaging, 
oftentimes symptoms cannot be attributed to a medical condition despite appropriate workup. These disorders 
fall under the umbrella of functional and motility GI disorders and make up a majority of patient referrals to GI 
specialists. Examples include: functional dyspepsia3, which is reported by up to 20% of children and adolescents4 
and is predicted to affect 20–40% of all the US population at least once in their lifetime3; and gastroparesis, char-
acterized by delayed gastric emptying in the absence of a mechanical obstruction, which affects 4% of the US 
population5, including 70% of Parkinson’s patients6 and 50% of diabetes patients7.

Functional and motility GI disorders are typically diagnosed with subjective symptom-based assessment or 
objective, but invasive, intermittent procedures in specialized centers. Symptom-based diagnosis is problematic 
because these disorders typically have overlapping symptoms but different treatment regimens8. Antroduodenal 
manometry, a procedure that measures motility with a catheter inserted through the mouth or nose with 
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fluoroscopic or endoscopic guidance, can differentiate between myopathic and neuropathic disorders and can 
change the diagnosis and treatment of 15% to 20% of patients with upper GI symptoms9,10. However, it has draw-
backs of long wait times, cost, and invasiveness. That these procedures can only be performed intermittently in 
specialized clinical facilities is also at odds with the transient nature of functional and motility GI disorders, mak-
ing inconsistent events difficult to detect. The GI tract is affected by stress11, and thus also susceptible to “white 
coat syndrome”, where patients experience increased anxiety with being in the clinic12. Between the physical and 
psychological discomfort, there is a strong preference by patients for noninvasive and ambulatory testing instead 
of current approaches13. Altogether, these GI disorders are not routinely diagnosed, result in adverse social and 
psychological outcomes, and place tremendous pressure on GI specialists14.

Functional and motility GI disorders are broadly comprised of pathophysiological disruptions of normal GI 
motility, which give rise to symptoms including abdominal pain, nausea, bloating, fullness, and early satiety15,16. 
GI smooth muscle contractions are initiated and coordinated by underlying rhythmic bioelectrical patterns, 
termed slow-waves. In healthy individuals, gastric slow-waves are generated three times per minute (i.e., 0.05 Hz) 
and propagate along the stomach’s longitudinal axis towards the small intestines17. These depolarization waves 
are coordinated with ring-like smooth muscle contraction waves (i.e., peristalsis) that physically break down 
food and propel it down the GI tract. Since the myoelectric patterns in patients with disrupted motility are altered 
compared to those without GI symptoms18,19, it follows that extraction of these patterns has the potential to 
improve screening tools, diagnoses, and treatment regimens.

Gastric myoelectric activity can be measured noninvasively using skin-mounted electrodes, referred to as the 
electrogastrogram (EGG), traditionally recorded using a bipolar configuration of electrodes to produce a single 
channel measurement20–23. Unlike the electrocardiogram (ECG; recordings of heart electrical activity), the EGG 
has not seen widespread clinical adoption due to its poor correlation with gastric emptying tests, manometry, and 
diagnosed disease status24. These unsatisfactory results arise in part from inconsistent and poor signal quality25. 
ECG signals are strong (i.e., 1–3 mV) and contain well-defined, repeating motifs (e.g., the QRS complex) that lend 
themselves to quantitative and qualitative analysis. In contrast, EGG biopotentials are weak, generally within the 
range of 50–200 μV. Therefore, the signals must be significantly amplified, which increases the likelihood of noise 
and artifacts occluding the signals of interest.

Motion artifacts in the EGG signal are abundant enough in clinical settings to make EGG difficult to inter-
pret24. Furthermore, they occur so often in ambulatory settings that there is currently no clinical solution for 
recording ambulatory EGG, which would capture information during intermittent GI symptoms in non-stressful 
environments26,27. The negative impact of these artifacts is magnified by standard EGG analysis, where data is 
typically binned into several-minute windows for spectral analysis of slow-waves. As such, even short-duration 
artifacts can render large time periods uninformative by introducing broadband power in spectral estimates25. 
Previous methods of removing artifacts from EGG recordings either delete segments of data28 or are computa-
tionally inefficient29, both of which cause challenges for the large datasets generated by ambulatory recordings.

Much can be learned from artifact removal in electroencephalogram (EEG; recordings of brain electri-
cal activity) due to its similarly low amplitude, but the location of the electrodes on the torso along with the 
low-frequency content of the EGG signal presents unique challenges. Stereotyped artifacts (i.e., their origin 
remains in the same location in the body), such as eye movements and the cardiac electrical signal, dominate the 
EEG30. On the other hand, non-stereotyped artifacts from abdominal and cable movements are the main concern 
for EGG recordings28. While most stereotyped artifacts occur at higher frequencies and can be removed from 
the EGG by filtering techniques, motion artifacts span across all frequencies and therefore filtering alone does 
not suffice. Independent component analysis (ICA), a popular approach for removing artifacts from the EEG31, 
is not ideal for removing non-stereotyped artifacts due to the unique spatial patterns on the recorded waveforms 
that adversely affect ICA decompositions30. In practice, these types of artifacts are manually removed prior to 
ICA analysis32,33; such manual intervention limits the ability for widespread automated analyses in ambulatory 
recordings.

Here, we present a fully automated and computationally efficient statistical approach for removing artifacts 
from the EGG signal. In addition, we demonstrate a wearable EGG system for ambulatory monitoring with auto-
mated artifact removal algorithms, and a data logger with the ability for the user to tag events (e.g., symptoms, 
meals, etc.) of interest (see Fig. 1). We successfully validate the approach using simultaneous gastric manome-
try recordings, a clinical gold standard for GI motility assessment. We further demonstrate this system’s use in 
free-living subjects during 24-hour ambulatory monitoring, where we observe dynamics of gastric emptying 
spanning meals along with a daily gastric circadian oscillation.

Results
Effect of Artifact Rejection on EGG Waveforms. We validated initial placement of electrodes for use in 
comparison to gastric manometry by direct visual mapping with the subject’s abdominal X-ray, whereby the two 
systems could be visualized simultaneously. Because we were uncertain of the contribution of electrode position 
to signal clarity, we initially applied a high-resolution 25 electrode grid across the front of the abdomen to ensure 
maximum capture of gastric signal. We confirmed that we were able to cover the stomach by using X-ray imagery 
to visualize the electrodes over the manometry pressure sensors inserted into each subject’s stomach (Fig. 2). All 
subjects stated that the system fit comfortably and was not irritating or limiting to motion.

The motion artifacts present in the EGG are typically manifested as short bursts (i.e., a few seconds or less) 
of high-amplitude activity (i.e., on the order of mV), compared to the slow rhythmic oscillation of the gastric 
activity at 0.05 Hz in the range of 50–200 μV. As such, instead of deleting windows of recordings with motion 
artifact, it is desirable to identify and suppress artifacts with appropriate estimation approaches (Fig. 3). The 
artifacts result in high broadband power that completely masks the EGG signal and does not allow for removal 
with band-pass filtering alone. Here, we used an interference cancellation approach where we first identified the 
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artifact as interference in time using a linear minimum mean squared error estimation (LMMSE) with locally 
estimated mean and variance statistics (see Methods section for details), and subsequently subtracted it from the 
waveform. Implementing this procedure revealed a clear peak in the spectral representation of the resultant wave-
form around 0.05 Hz (Fig. 3c, red star), the peak expected from the EGG signal34. Spectrographic representations 
of the signal without artifact rejection (Fig. 4a) feature artifacts prominently, consistent with other findings from 
the literature28, and are prohibitively noisy without proper processing. After artifact removal, the 0.05 Hz gastric 
signal became clear (Fig. 4b), rendering further analysis feasible.

A commonly used feature in evaluating the EGG is the percentage of the recording with the maximum power 
between 2–4 cpm (i.e., the percentage of the recording with “normal” gastric slow-waves); below 70% is consid-
ered abnormal34. Traditionally, the EGG is recorded with a bipolar measurement from a pair of electrodes placed 
halfway between the xiphoid process and umbilicus, spaced 4–5 cm apart22. We found this configuration did not 
provide the highest EGG signal-to-noise ratio (SNR) across subjects. When comparing the traditional location 
to the highest SNR location from the electrode array (see Supplemental Table S1 for electrode locations), we 
found a significantly higher percentage of normal slow-waves in all 11 subjects (p = 1.4 × 10−4; Fig. 4c), which 
was further increased after artifact removal (p = 1.1 × 10−8; Fig. 4c). The combination of electrode placement 

Figure 1. (a) Illustration of an ambulatory monitoring system to record gastric electrical activity during 
unrestricted living outside of the clinic, which includes (b) the recording hardware with skin-mounted 
electrodes, and (c) a smartphone application for logging events. (d) Workflow includes processing of recordings 
to remove artifacts, extract gastric activity, and synchronize with event timing such that clinical assessments can 
be made.

Figure 2. (a) Cartoon of the stomach depicting the placement of the manometry catheter. The red dots indicate 
the locations where the pressure is measured; five sensors in the antrum with 1 cm spacing. (b) An X-ray image 
of a subject showing the position of the EGG sensor array relative to the manometry channels.
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and artifact removal resulted in the substantial increase in percentage of normal slow-waves from 50 ± 10% to 
90 ± 4% (Table 1).

Validation of EGG in Comparison to Gastric Manometry. The power of the signal in the 0.04–0.06 Hz 
frequency band is representative of the magnitude of the gastric electrical activity34, and the manometry motility 
index is a measure of the contractility of the stomach measured from the invasive catheter. In 11 subjects, both 
invasive manometry pressure and noninvasive EGG were recorded simultaneously. A least-squares regression 
was computed between the mean EGG power and the manometry motility index for each channel to evaluate 
the relationship between the two recordings. Using electrodes at the traditional EGG location, we found a sig-
nificant correlation between the two measures in only three of the subjects (mean r = 0.01 ± 0.26; Table 1). The 
agreement between manometry motility index and gastric electrical activity improved significantly in all subjects 
(p = 9 × 10−5) when using the EGG signal from the highest SNR location (mean r = 0.40 ± 0.24; Fig. 5b; Table 1). 
Artifact removal further increased correlation strength in every subject, causing a significant group improve-
ment (mean r = 0.57 ± 0.17; p = 0.01; Fig. 5b; Table 1; for comparison of each individual manometry channel, see 
Supplemental Table S2). This improvement with electrode placement and artifact removal suggests the enhanced 
0.05 Hz signal indeed corresponds to gastric activity.

Figure 3. (a) Example time-series of raw EGG data containing motion artifacts (black arrows). (b) The same 
time-series following artifact removal using the LMMSE method (black arrows aligned by time with data in A). 
(c) A frequency domain representation of both time series (colors matched to a, b). The red star indicates the 
EGG frequency peak from this time series matching the expected frequency peak of gastric contractions, which 
only becomes apparent after removal of artifacts (green curve).

Figure 4. (a) Spectrogram of the raw EGG signal with motion artifacts visible as red vertical bands, and (b) 
spectrogram of the same signal with artifacts removed by the LMMSE method for Subject 2. (c) The percentage 
of normal gastric slow-wave activity across subjects using electrodes at the traditional EGG location (50 ± 10%), 
the highest SNR location (64 ± 8%), and the highest SNR location after artifact removal (90 ± 4%). Gastric 
activity is normal if the spectrum exhibits dominant power in the range of 2–4 cpm. In humans, the normal 
percentage of gastric slow-wave is typically defined as 70% (horizontal gray line).
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Ambulatory EGG Recordings. Based on our findings during validation against manometry, we were able 
to decrease the number of electrodes to include only those most likely to cover the stomach during ambula-
tory experiments and confirmed placement using ultrasound (Fig. 1b). This decrease provided improved ease of 
wearability over 24 hours. We, in parallel, developed an event-logging application that can be accessed with an 
internet-accessible mobile device to timestamp contextual events of interest (e.g., meals, snacks, etc) (Fig. 1c). 
Having confirmed that the platform and associated data collection approaches did indeed provide us with a func-
tional system, we proceeded with experimental exploration of EGG using a data processing pipeline (Fig. 1d) we 
established for our experiments.

The automated method for suppressing artifacts enables the robust recording of gastric electrical activity in an 
ambulatory setting with a wearable EGG system (see Supplemental Fig. S1 for an example of artifacts observed 
in ambulatory recordings). We used such a system to record continuously for eight separate 24-hour sessions in 
a free-living subject (see Fig. 6 for data from a representative day). We found substantial change in power across 
the day with an apparent signature around meal times, which we then sought to substantiate. To quantify changes 
in gastric activity before and after meal consumption during the 24-hour sessions, we assessed isolated meals 
(n = 6), defined as meals that occurred after at least five hours of fasting along with no other reported events 
for five hours after the meal. The EGG power, normalized to background noise, showed a significant effect of 
time-from-meal-completion (Fig. 7a, vertical gray line) (p = 3 × 10−5). The mean normalized power increased 
from 11.3 dB to 17.0 dB after the meal, and the pattern took 3–4 hours from meal completion to return to baseline, 
consistent with clinically observed gastric emptying35,36.

Separate from the effects of meals on EGG power, we also observed a significant change in EGG dominant fre-
quency across the day. We identified the dominant frequency of the EGG throughout the 24 hours and averaged 

Subject Gender
Age 
(years)

Percent Normal Gastric Slow-Waves EGG/Manometry Correlation (R-Value)

Traditional EGG 
Location

Highest SNR 
Location

Artifacts 
Removed

Traditional 
EGG Location

Highest SNR 
Location

Artifacts 
Removed

Manometry 
Channel

1 F 13 54 62 90 −0.18 0.48* 0.65* #1

2 F 14 64 72 95 0.00 0.42* 0.74* #3

3 M 7 51 64 88 −0.17 0.32* 0.33* #4

4 F 15 35 49 82 −0.17 0.20* 0.50* #2

5 F 12 36 57 85 0.17 0.40* 0.44* #1

6 F 8 58 73 94 −0.13 0.21* 0.34* #5

7 F 14 47 68 90 −0.26 0.02 0.58* #5

8 M 10 64 69 93 −0.19 0.45* 0.46* #2

9 M 15 48 57 92 0.28* 0.29* 0.57* #5

10 F 15 38 72 91 0.21* 0.81* 0.82* #5

11 F 17 51 64 85 0.58* 0.82* 0.82* #5

Mean 12 ± 3 50 ± 10 64 ± 8 90 ± 4 0.01 ± 0.26 0.40 ± 0.24 0.57 ± 0.17

Table 1. Improvement in EGG percent 2–4 cpm activity and correlation coefficient between EGG power and 
manometry motility index with electrode placement and artifact removal (n = 11). Statistical significance after 
bonferroni correction for number of manometry channels. *Correlation p-value < 0.01.

Figure 5. (a) Overlay of the EGG power between 0.04–0.06 Hz and the manometry motility index (r = 0.74, 
p < 0.001). (b) Correlation between EGG and manometry motility index across subjects using electrodes at 
the traditional EGG location (r = 0.01 ± 0.26), the highest SNR location (r = 0.40 ± 0.24), and the highest SNR 
location after artifact removal (r = 0.57 ± 0.17). Hollow circles indicate correlations that are not statistically 
significant positive correlations.
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the eight recordings. We found a significant effect of time on EGG dominant frequency when recordings were 
aligned by clock time (p = 3 × 10−5, Fig. 7b). The mean frequency was 2.74 cpm (0.0457 Hz) at night and increased 
to 2.91 cpm (0.485 Hz) during the day. The moment of lowest across-recording variance was in the morning rise, 
suggesting that this is the most conserved feature when recordings are aligned by time of day. We also found a 
significant effect of time on EGG frequency when recordings were aligned by time-from-sleep-onset (p = 0.004, 
Fig. 7c); moreover, this pattern of daily frequency modulation was distinct from that seen in alignment by time of 
day. Specifically, the point of the lowest variance was immediately before sleep onset.

Discussion
We have demonstrated a new ambulatory recording system and analysis methodology that allows for continuous 
and noninvasive measurements of stomach electric activity in unrestricted individuals across 24 hours. By iden-
tifying and removing artifacts rather than deleting time windows in which they occur, we were able to increase 
the accuracy with which EGG signals can be used to reconstruct internal contractions, as validated with gastric 
manometry. This system allowed us to measure stomach activity in response to a meal, revealing a time course 
of dynamics that matches clinically observed stomach emptying times. It has not previously been possible to 
observe such high-resolution meal-related GI dynamics by noninvasive means in free-living subjects. Because of 
the rich and unexplored feature space that these continuous EGG recordings generate, continuous monitoring 
of patients’ GI activity now has the potential to enable identification of personal profiles of EGG change that help 
describe idiopathic pathologies, optimize medical treatments, and evaluate effects of meal composition, exercise, 
etc., on gastric health. To further explore this possibility, we assessed EGG across 24 hours, and found modulation 
of dominant frequency across the day. Interestingly, we found distinct contributions from sleep and daily timing, 
suggesting differing contributions from homeostatic and circadian regulators. The work presented here provides 
a way to measure these relationships in real-life settings with healthy and clinical populations, such that healthy 
dynamics can be described, and eventually, unhealthy dynamics may be predicted, treated, or prevented.

Our observation of a postprandial pattern of gastric activity lasting 3–4 hours was consistent with typical gas-
tric emptying times35,36. Gastric emptying is the process by which the stomach empties itself of food content fol-
lowing a meal. Gastric emptying studies have observed high inter- and intra-subject variability37–39, but repeated 
studies on patients are usually avoided to limit radiation exposure from the radioactive tracer required40. Given 
the importance of circadian rhythms, sleep, and meal timing in GI and metabolic health41–45, our ambulatory 
system enables studies of multiple meals across the daily wake/sleep cycles, without loss of signal over time as 
with radioactive dyes, and without needing to administer repeated doses of marker to cover longer time spans 
of observation in a laboratory or clinical setting. Further validation of our results, by comparison to gastric scin-
tigraphy and during polysomnography studies for sleep contributions, over a large and demographically diverse 
population, may further elucidate which specific patterns are informative for which individuals.

While the underlying bioinstrumentation acquisition system was modified from existing ECG standards, a 
number of unique problems presented themselves in developing methods to analyze the resulting EGG wave-
forms. Unlike the ECG, time-domain EGG waveforms are difficult to interpret, as the signals do not have a 
signature morphology like the heart’s QRS complex. Because of the 0.05 Hz rhythmic gastric slow-wave, spec-
tral analysis is of particular importance for analyzing EGG data, with large windows of data required for ade-
quate frequency resolution of the low frequency signal46. Spectral analysis provides changes in gastric power 
and frequency, but short-duration large-amplitude artifacts still pose spectral analysis limitations, prior to the 
time-domain artifact rejection paradigm we present here. There are several advantages to the approach described 
in this manuscript for removing artifacts from the EGG signal. Small segments of the time series are processed 
independently, enabling efficient computation and scalable parallel signal processing, which is useful for real-time 

Figure 6. (a) Spectrogram representation of EGG over a 24 hour period after the removal of artifacts. The EGG 
signal can be seen in the 0.04–0.06 Hz frequency band. (b) Extracted EGG power (mean of the 0.04–0.06 Hz 
frequency band) with event markers. The accelerometer magnitude is plotted in gray.
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applications such as biofeedback47,48. Unlike supervised machine learning approaches49, this method does not 
require human-labeled training data. Unlike independent component analysis30, this method can remove 
non-stereotyped artifacts from the signal, which are the most common type of artifact in EGG recordings. Finally, 
segments of the time-series with artifacts are not eliminated, which results in more accurate spectral decompo-
sitions within the window and preserves the time of day necessary to associate with logged events. It should be 
noted that this method would not allow for complete recovery of the EGG signal during sustained artifacts, such 
as during vigorous exercise.

To test the accuracy of our methodology, we considered the clinical “gold-standard” for motility measure-
ments, gastric manometry, since there is no commercially available technology for simultaneous serosal or 
mucosal measurements of gastric electrical activity in awake subjects to use as comparison. We expected an 
association between manometry and the EGG, since smooth muscle contractions in the stomach are generated 
by electrical activity. An increase in EGG amplitude has been shown to be associated with stronger contractions 
of the stomach50,51 and not simply from the full stomach moving closer to the electrodes52. However, we did not 
expect a perfect correlation between gastric manometry and EGG due to several limitations besides inherent 
measurement noise. The manometry catheter has five closely spaced sensors that are positioned in the antrum 
of the stomach, but it can migrate during the study from peristaltic contractions53 and from gastric accommoda-
tion due to a meal54 requiring repositioning. Also, manometry can only detect lumen occluded contractions55,56; 
more sensitive motility measures have shown a better agreement with the gastric slow-wave57. Finally, slow-waves 
from the corpus of the stomach may be contributing to the EGG signal, which the manometry did not measure. 
Nonetheless, we found that using multiple electrodes, along with our artifact rejection methodology, produced 
a dramatic improvement in the correlation between the two modalities across all subjects. Future studies with 
more sensitive measures of gastric motility or electrical activity are necessary to further validate multichannel 
EGG findings.

A pediatric population was used in this study because Rady Children’s Hospital is the only location in San 
Diego county that performs gastric manometry. Motion artifacts appear indistinguishable in pediatric and 
adult recordings since the underlying mechanism that generates artifacts (i.e., movement and skeletal muscle 

Figure 7. Ambulatory EGG extracted from multiple recordings (n = 8) on a single healthy subject. (a) Pre- and 
post-prandial EGG power response to isolated meals (n = 6). The time of meal completion is indicated by the 
vertical gray line. (b) High resolution mean of the EGG frequency from multiple continuous recordings from 
a single subject throughout a day (n = 8). Average time with the subject asleep in dark gray at top, +/− one 
standard deviation (light gray), with average time in wake in white. (c) The same signals averaged by time 
of sleep onset rather than by time of day. Differences in shape and distribution of variance suggest unique 
contributions of circadian and sleep regulation to GI activity profiles. The error bars are +/− one standard 
deviation.
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contractions) are the same, nor do the age of the subjects alter our application of the noise removal techniques 
described here. The lack of availability to perform adult gastric manometry in San Diego county illustrates 
the limited scope of application of this procedure as well as the need by both researchers and clinicians for 
easier-to-apply alternatives; the demonstrated approach is perhaps a step in that direction.

While the subjects in this study all had normal 2–4 cpm gastric activity throughout the recording, patients 
with gastric disorders typically exhibit desynchronized activity, including tachygastria (above 4 cpm) and brady-
gastria (below 2 cpm)21,22. The approach described in this manuscript removes baseline drift and short bursts 
of high-amplitude activity due to motion artifacts, while preserving the frequency bands that contain normal 
gastric activity and tachygastria (see Supplemental Fig. S1). On the other hand, detection of bradygastria may be 
more challenging, because significant baseline drift is prone to occur during ambulatory recordings. Reducing 
motion-related drift can possibly be achieved in the future with active electrodes58, novel dry electrode designs59, 
or both. Also, in this study, we performed spectral analysis with parameters traditionally used in the EGG litera-
ture to isolate the performance of our artifact removal methodology. Four-minute windows of data provide high 
frequency resolution around 0.05 Hz, albeit at the cost of temporal resolution. Future work can utilize modern 
efficient statistical signal processing methods with improved spectrotemporal resolution, such as multi-taper 
methods60, or Bayesian state-space methods that can exploit dynamic group sparsity61.

Future iterations of this ambulatory recording system should become smaller and less noticeable to the sub-
ject to facilitate continuous use62. Recent developments of flexible and stretchable skin-mounted electronics63, 
as well as innovations in microfabrication procedures necessary to produce such systems at scale64,65 will enable 
improved wearability without sacrificing fidelity. In considering how to refine the wearable system and reduce 
obtrusiveness, it is important to recognize that there are advantages to using multiple measurement electrodes. 
Specifically, we found the EGG signal to be sensitive to electrode placement in this study. Selecting the measure-
ment electrodes with the highest EGG SNR resulted in significant increases in both the percentage of normal 
gastric slow-waves and the correlation with manometry. Since we expect a decrease in signal amplitude with 
increasing distance between the stomach and electrodes66, this demonstrates that gastric anatomical variability 
between subjects67 is considerable enough to have a significant effect on the EGG signal. Additional measurement 
electrodes make it more likely that the stomach will be captured under the recording surface, obviating the need 
to use imaging to guide placement. An additional benefit of using electrode arrays is the ability to estimate motil-
ity propagation parameters, as we have recently shown68. Currently, there is no established standard electrode 
placement for the EGG, so balancing greater coverage with device miniaturization is an active area of research. It 
should be noted that high BMI individuals were not included in this study. Further investigations with volumetric 
imaging or modeling are necessary to assess the effect of subcutaneous adipose tissue on the EGG.

There are many advantages and opportunities that noninvasive ambulatory monitoring of gastrointestinal 
function provides. Recording for longer periods increases the likelihood of capturing abnormal myoelectrical 
events62. The ambulatory EGG monitoring is a less expensive alternative to in-clinic monitoring, which involves 
use of clinical staff and facilities. Children can be monitored at home, which reduces stress on both children and 
their parents. Since it is noninvasive, repeated recordings can be easily performed to objectively guide treatment. 
Wearable monitoring systems can be disseminated to patients living in distant locations, allowing for remote 
assessment and treatment of patients. For example, capturing many meals and symptomatic events enables assess-
ment of intrasubject variability between days, meal composition, etc. This approach can allow the generation of 
large, longitudinal datasets on which machine learning may find predictive patterns not visible to human clini-
cians, as has happened in other areas of healthcare69,70. Finally, the prolonged monitoring allows for research on 
the implications of circadian and sleep disruptions on GI disorders41–43. Wearable ECG technology has generated 
substantial gains in detection of events, enabling faster and more accurate diagnoses and interventions62,71,72. A 
similar transformation for patient care should be possible for GI and metabolic disorders through refinement of 
wearable EGG systems.

Methods
Artifact Rejection Methodology. Since the artifacts typically have much higher amplitude compared 
to the EGG (50–200 μV), we can estimate the artifacts in the signal, and subsequently subtract them from the 
observed data to extract only the EGG component in the signal. In our recordings, the EGG signal, artifact, and 
noise characteristics are non-stationary (i.e., they vary significantly throughout the recording). To accurately 
estimate the artifacts, we can adapt the processing to the local characteristics of the data by using relevant infor-
mation in the neighborhood region centered around that time point. A similar approach has been previously 
proposed for image processing, where the filter is adapted at each pixel73.

We formulate the problem as follows:

y x e (1)= +

where y is the observed signal, x is the artifact, and e is the EGG signal. By choosing a window size of n to be the 
average EGG cycle duration (i.e., inverse of the mean peak EGG frequency), we can assume the following:

σΕ = =e e[ ] 0, Var( ) (2)e
2

Under this assumption, a filtering algorithm was obtained using the linear minimum mean-squared error 
estimator (LMMSE):
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x y y
y

y y[ ] Var( )
Var( )

( [ ])
(3)

e
2

ˆ σ
Ε Ε= +

−
−

where the expectation and variance of the signal y are given by the local mean and variance. Since the variance of 
the observation is the sum of the variances of the artifact and the EGG, both non-negative, the variance of the 
recorded signal should be greater than or equal to the EGG variance. In certain windows of the real data, the local 
variance can have a calculated value less than the EGG variance. When this happens, the local variance is set to 

e
2σ . Since the value of σe

2 is not exactly known, a slight variant of the LMMSE is used:

ˆ σ
σ

Ε Ε= +
−

−x y y
y

y y[ ] max{0, Var( ) }
max{Var( ), }

( [ ])
(4)

e

e

2

2

where σe
2 is calculated by taking the mean of all values of the local variance of y over the time series. In practice, 

this LMMSE has the effect of “filtering” out the waveform in regions without artifact and leaves the data 
unchanged in the vicinity of artifacts. The resultant “artifact signal” is then simply removed from the raw data as 
follows:

ˆ= −e y x (5)

For a more complete mathematical derivation, see Supplemental Materials.

Simultaneous Manometry and EGG Recordings. We used manometry to record GI contractions in 11 
human subjects (age: 7–17 years, gender: 3 M/8 F, BMI: 19 ± 3). In children, dyspepsia symptoms are more com-
mon in girls74, so recruitment for subjects was biased toward greater inclusion of female subjects of this age group. 
All subjects had a healthy enteric nervous system, characterized by having at least one Phase III migrating motor 
complex during fasting. We performed manometry with a flexible catheter consisting of eight water-perfused 
channels, and monitored pressure at either four or five channels (1 cm spacing) positioned in the antrum of the 
stomach (see Fig. 2A). The recording duration was between six to eight hours, with at least four hours of fasting 
followed by two hours after a meal. We simultaneously recorded multichannel EGG with a five-by-five array 
(2 cm center-to-center spacing) of skin-mounted electrodes positioned over the stomach during the manometry 
study68, with ground and reference electrode placed on the subject’s left side below the rib cage. We used the 
radio-opaque markers on the manometry catheter at the pressure measurement sites to confirm appropriate 
placement of the EGG electrode array (see Fig. 2B). The subjects’ skin was gently abraded with Nuprep® gel prior 
to electrode placement to lower the skin impedance and minimize motion artifacts.

We recorded the EGG at a sampling rate of 250 Hz and downsampled to 5 Hz prior to artifact removal and 
analysis to decrease computational time. Although one of the electrodes was chosen as the reference during the 
recording, the channels can be re-referenced after the recording to any of the other channels by simple subtraction 
of the time-series. For example, to compute the traditional EGG signal, we re-referenced the data to the electrode 
on the midline halfway between the xiphoid process and umbilicus and used a measurement electrode 4 cm to 
the subject’s left22. We computed a short-time Fourier transform spectrogram from every pair of measurement 
electrodes to determine the pair with the highest signal-to-noise ratio (SNR). To generate the spectrograms, we 
divided the time domain data into consecutive four-minute segments with 75% overlap and applied a Hamming 
window to each. We defined SNR as the average power (in dB) between 0.04 Hz and 0.06 Hz subtracted from the 
average power in all other frequencies between 0.02 Hz and 0.20 Hz. We calculated motility index, a measure of 
contractility, from the manometry recording using four-minute windows with 75% overlap to match the EGG 
spectral analysis. We defined motility index as the natural logarithm of the area under manometric pressure peaks 
above a threshold pressure of 9 mm Hg75. We evaluated the correlation between the mean EGG power from the 
0.04 Hz to 0.06 Hz frequency band and manometry motility index using linear least-squares regression analysis.

Ambulatory EGG Recordings. We developed a system capable of robustly recording the EGG activity in 
an ambulatory (i.e., free-living, unrestricted) setting. Figure 1 illustrates the components of the system, which 
includes the hardware, electrodes, and smartphone application. The hardware consists of a low noise, eight 
channel biopotential amplifier with a 24-bit analog to digital converter designed for EEG applications (Texas 
Instruments ADS1299), microSD card slot for local storage of data for offline analysis, and an accelerometer for 
tracking subject movement. The battery and microSD card capacities were chosen to satisfy the duration require-
ments of the recording. In our studies, an 8GB microSD card and 3.7 V 1800mAh battery provided sufficient 
memory and power to allow for 24-hour recordings. We used the shortest possible electrode cable length (10 cm) 
to limit motion artifacts from cable movement76. Off-the-shelf Ag-AgCl electrodes typically used for long-term 
monitoring in cardiology were used for ambulatory EGG recordings. We developed a smartphone application to 
enable the subject to document events or activities that are time-synchronized to the EGG recording. Examples 
include meals, snacks, bowel movements, sleep and wake onset, symptoms, etc.

We conducted eight 24-hour ambulatory EGG recordings on a single healthy adult subject (male, age = 28, 
BMI = 22.6) over the course of a 6-month period. We performed an ultrasound scan to locate the stomach 
after the subject consumed of 500 mL of water. We arranged six measurement electrodes in a radial array (3 cm 
inter-electrode spacing) with the reference electrode in the middle of the array and the ground on the subject’s 
left side (see Fig. 1b). The reference electrode was positioned 5 cm below the xiphoid process. The subject was 
instructed to conduct routine daily activities and refrain from showering, while logging meals, exercise, bowel 
movements, and sleep using the smartphone application.
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Processing of the ambulatory EGG data was the same as described above for the simultaneous manometry and 
EGG recordings. To assess the change in gastric myoelectric activity due to consumption of a meal, we averaged 
the normalized EGG power for six isolated meals starting from one hour prior to meal completion to five hours 
after (Fig. 7a). We defined the normalized EGG power as the mean power in the 0.04–0.06 Hz band minus the 
background noise level in the 0.06–0.10 Hz band to control for noise variability between recordings and channels. 
We extracted the dominant EGG frequency across time for each recording, defined as the maximum frequency 
in each four-minute window between 0.02 and 0.20 Hz, and plotted the averages across days to evaluate circadian 
effects (Fig. 7b). We aligned the data by sleep onset rather than clock time to determine if there were also separate 
sleep contributions (Fig. 7c).

Statistics. We used a paired, two-sided t-test for the null hypothesis that two related samples have identical 
expected values to evaluate statistical significance when comparing the effect of artifact removal on percentage 
of normal gastric slow-waves and the correlation between EGG and manometry motility index (Figs 4c and 5c). 
To evaluate the statistical significance of the correlation between EGG and manometry motility index for each 
subject, we calculated a two-sided p-value for the hypothesis test whose null hypothesis is that the slope of the 
linear least-squares regression for two sets of measurements is zero (Table 1). To account for repeated measures, 
we applied Bonferroni correction of the p-values based on the number of manometry channels. We used an 
unpaired, two-sided test for the null hypothesis that two independent samples have identical expected values, 
assuming equal variances to evaluate the statistical significance of the effect of the meal on EGG power (Fig. 7a), 
effect of time of day on EGG frequency (Fig. 7b), and the effect of sleep on EGG frequency (Fig. 7c). We consid-
ered p-values of 0.01 or less to be significant.

Ethics Statement. All human subject research was carried out at the University of California, San Diego 
and Rady Children’s Hospital, San Diego, and all study protocols and consent documents were approved by the 
institutional review boards at both institutions. We obtained informed consent from all subjects who participated 
in this study (including subject’s guardians for minors) and methods were performed in accordance with relevant 
regulations and guidelines.

Data availability. Data were analyzed using in house code developed in Python v3.5.2 using Jupyter 
Notebook with the following modules: Numpy v1.11.2, Scipy v0.18.1, Pandas v0.18.1, Matplotlib v1.5.3 and 
Seaborn v0.7.1. All figures were made in Python v3.5.2 and formatted using Adobe Photoshop CC. The data 
generated in this work will be made available from the authors upon request.

References
 1. Brun, R. & Kuo, B. Review: Functional dyspepsia. Therap. Adv. Gastroenterol. 3, 145–164 (2010).
 2. Gikas, A. & Triantafillidis, J. K. The role of primary care physicians in early diagnosis and treatment of chronic gastrointestinal 

diseases. Int. J. Gen. Med. 7, 159–173 (2014).
 3. Grainger, S. L., Klass, H. J., Rake, M. O. & Williams, J. G. Prevalence of dyspepsia: the epidemiology of overlapping symptoms. 

Postgrad. Med. J. 70, 154–161 (1994).
 4. Hyams, J. S., Burke, G., Davis, P. M., Rzepski, B. & Andrulonis, P. A. Abdominal pain and irritable bowel syndrome in adolescents: 

a community-based study. J. Pediatr. 129, 220–226 (1996).
 5. Abell, T. L. et al. Treatment of gastroparesis: a multidisciplinary clinical review. Neurogastroenterol. Motil. 18, 263–283 (2006).
 6. Heetun, Z. S. & Quigley, E. M. M. Gastroparesis and Parkinson’s disease: a systematic review. Parkinsonism Relat. Disord. 18, 

433–440 (2012).
 7. Horowitz, M., Su, Y. C., Rayner, C. K. & Jones, K. L. Gastroparesis: prevalence, clinical significance and treatment. Can. J. 

Gastroenterol. 15, 805–813 (2001).
 8. Locke, G. R., Zinsmeister, A. R., Fett, S. L., Melton, L. J. & Talley, N. J. Overlap of gastrointestional symptom complexes in a US 

community. Neurogastroenterol. Motil. 17, 29–34 (2005).
 9. Verhagen, M. A., Samsom, M., Jebbink, R. J. & Smout, A. J. Clinical relevance of antroduodenal manometry. Eur. J. Gastroenterol. 

Hepatol. 11, 523–528 (1999).
 10. Soffer, E. & Thongsawat, S. Clinical value of duodenojejunal manometry. Its usefulness in diagnosis and management of patients 

with gastrointestinal symptoms. Dig. Dis. Sci. 41, 859–863 (1996).
 11. Bhatia, V. & Tandon, R. K. Stress and the gastrointestinal tract. J. Gastroenterol. Hepatol. 20, 332–339 (2005).
 12. Middeke, M. & Lemmer, B. Office hypertension: abnormal blood pressure regulation and increased sympathetic activity compared 

with normotension. Blood Press. Monit. 1, 403–407 (1996).
 13. Mugie, S. M. et al. Colonic manometry and colonic scintigraphy as a diagnostic tool for children with severe constipation. J. Pediatr. 

Gastroenterol. Nutr. 57, 598–602 (2013).
 14. Hall, K. E., Proctor, D. D., Fisher, L. & Rose, S. American gastroenterological association future trends committee report: effects of 

aging of the population on gastroenterology practice, education, and research. Gastroenterology 129, 1305–1338 (2005).
 15. Piñeiro-Carrero, V. M., Andres, J. M., Davis, R. H. & Mathias, J. R. Abnormal gastroduodenal motility in children and adolescents 

with recurrent functional abdominal pain. J. Pediatr. 113, 820–825 (1988).
 16. Kellow, J. E. & Phillips, S. F. Altered small bowel motility in irritable bowel syndrome is correlated with symptoms. Gastroenterology 

92, 1885–1893 (1987).
 17. O’Grady, G. et al. Origin and propagation of human gastric slow-wave activity defined by high-resolution mapping. Am. J. Physiol. 

Gastrointest. Liver Physiol. 299, G585–92 (2010).
 18. O’Grady, G. et al. Abnormal initiation and conduction of slow-wave activity in gastroparesis, defined by high-resolution electrical 

mapping. Gastroenterology 143, 589–598.e3 (2012).
 19. Angeli, T. R. et al. Loss of Interstitial Cells of Cajal and Patterns of Gastric Dysrhythmia in Patients With Chronic Unexplained 

Nausea and Vomiting. Gastroenterology 149, 56–66.e5 (2015).
 20. Abell, T. L. & Malagelada, J. R. Electrogastrography. Current assessment and future perspectives. Dig. Dis. Sci. 33, 982–992 (1988).
 21. Chen, J. & McCallum, R. W. Electrogastrography: measurement, analysis and prospective applications. Med. Biol. Eng. Comput. 29, 

339–350 (1991).
 22. Koch, K. L. Electrogastrography: physiological basis and clinical application in diabetic gastropathy. Diabetes Technol. Ther. 3, 51–62 

(2001).



www.nature.com/scientificreports/

1 1SCIeNTIfIC REPORTS |  (2018) 8:5019  | DOI:10.1038/s41598-018-23302-9

 23. Riezzo, G., Russo, F. & Indrio, F. Electrogastrography in adults and children: the strength, pitfalls, and clinical significance of the 
cutaneous recording of the gastric electrical activity. Biomed Res. Int. 2013, 282757 (2013).

 24. Abid, S. & Lindberg, G. Electrogastrography: poor correlation with antro-duodenal manometry and doubtful clinical usefulness in 
adults. World J. Gastroenterol. 13, 5101–5107 (2007).

 25. Verhagen, M. A., Van Schelven, L. J., Samsom, M. & Smout, A. J. Pitfalls in the analysis of electrogastrographic recordings. 
Gastroenterology 117, 453–460 (1999).

 26. Lindberg, G., Iwarzon, M. & Hammarlund, B. 24-Hour Ambulatory Electrogastrography in Healthy Volunteers. Scand. J. 
Gastroenterol. 31, 658–664 (1996).

 27. Hocke, M. et al. Ambulatory electrogastrography in patients with sclerodermia, delayed gastric emptying, dyspepsia, and irritable 
bowel syndrome. Is there any clinical relevance? Eur. J. Intern. Med. 12, 366–371 (2001).

 28. Liang, J., Cheung, J. Y. & Chen, J. D. Detection and deletion of motion artifacts in electrogastrogram using feature analysis and 
neural networks. Ann. Biomed. Eng. 25, 850–857 (1997).

 29. Liang, H., Lin, Z. & McCallum, R. W. Artifact reduction in electrogastrogram based on empirical mode decomposition method. 
Med. Biol. Eng. Comput. 38, 35–41 (2000).

 30. Onton, J., Westerfield, M., Townsend, J. & Makeig, S. Imaging human EEG dynamics using independent component analysis. 
Neurosci. Biobehav. Rev. 30, 808–822 (2006).

 31. Urigüen, J. A. & Garcia-Zapirain, B. EEG artifact removal—state-of-the-art and guidelines. J. Neural Eng. 12, 031001 (2015).
 32. Delorme, A., Sejnowski, T. & Makeig, S. Enhanced detection of artifacts in EEG data using higher-order statistics and independent 

component analysis. Neuroimage 34, 1443–1449 (2007).
 33. Mognon, A., Jovicich, J., Bruzzone, L. & Buiatti, M. ADJUST: An automatic EEG artifact detector based on the joint use of spatial 

and temporal features. Psychophysiology 48, 229–240 (2011).
 34. Parkman, H. P., Hasler, W. L., Barnett, J. L. & Eaker, E. Y. & American Motility Society Clinical GI Motility Testing Task Force. 

Electrogastrography: a document prepared by the gastric section of the American Motility Society Clinical GI Motility Testing Task 
Force. Neurogastroenterol. Motil. 15, 89–102 (2003).

 35. Vasavid, P. et al. Normal Solid Gastric Emptying Values Measured by Scintigraphy Using Asian-style Meal:A Multicenter Study in 
Healthy Volunteers. J. Neurogastroenterol. Motil. 20, 371–378 (2014).

 36. Tougas, G. et al. Assessment of gastric emptying using a low fat meal: establishment of international control values. Am. J. 
Gastroenterol. 95, 1456–1462 (2000).

 37. Lartigue, S. et al. Inter- and intrasubject variability of solid and liquid gastric emptying parameters. A scintigraphic study in healthy 
subjects and diabetic patients. Dig. Dis. Sci. 39, 109–115 (1994).

 38. Goo, R. H., Moore, J. G., Greenberg, E. & Alazraki, N. P. Circadian variation in gastric emptying of meals in humans. 
Gastroenterology 93, 515–518 (1987).

 39. Hunt, J. N. & Stubbs, D. F. The volume and energy content of meals as determinants of gastric emptying. J. Physiol. 245, 209–225 
(1975).

 40. Abell, T. L. et al. Consensus recommendations for gastric emptying scintigraphy: a joint report of the American 
Neurogastroenterology and Motility Society and the Society of Nuclear Medicine. Am. J. Gastroenterol. 103, 753–763 (2008).

 41. Konturek, P. C., Brzozowski, T. & Konturek, S. J. Gut clock: implication of circadian rhythms in the gastrointestinal tract. J. Physiol. 
Pharmacol. 62, 139–150 (2011).

 42. Knutsson, A. & Bøggild, H. Gastrointestinal disorders among shift workers. Scand. J. Work Environ. Health 36, 85–95 (2010).
 43. Vege, S. S. et al. Functional Gastrointestinal Disorders Among People With Sleep Disturbances: A Population-Based Study. Mayo 

Clin. Proc. 79, 1501–1506 (2004).
 44. Mattson, M. P. et al. Meal frequency and timing in health and disease. Proc. Natl. Acad. Sci. USA 111, 16647–16653 (2014).
 45. Wehrens, S. M. T. et al. Meal Timing Regulates the Human Circadian System. Curr. Biol. 27, 1768–1775.e3 (2017).
 46. Chang, F.-Y. Electrogastrography: basic knowledge, recording, processing and its clinical applications. J. Gastroenterol. Hepatol. 20, 

502–516 (2005).
 47. Heymen, S., Jones, K. R., Scarlett, Y. & Whitehead, W. E. Biofeedback Treatment of Constipation. Dis. Colon Rectum 46, 1208–1217 

(2003).
 48. Stern, M. J., Guiles, R. A. F. & Gevirtz, R. HRV biofeedback for pediatric irritable bowel syndrome and functional abdominal pain: 

a clinical replication series. Appl. Psychophysiol. Biofeedback 39, 287–291 (2014).
 49. Banko, M. & Brill, E. Scaling to very very large corpora for natural language disambiguation. in Proceedings of the 39th Annual 

Meeting on Association for Computational Linguistics - ACL ’01 https://doi.org/10.3115/1073012.1073017 (2001).
 50. Smout, A. J. P. M. A. J. P., Van Der Schee, E. J. & Grashuis, J. L. What is measured in electrogastrography? Dig. Dis. Sci. 25, 179–187 

(1980).
 51. Yin, J. & Chen, J. D. Z. Electrogastrography: methodology, validation and applications. J. Neurogastroenterol. Motil. 19, 5–17 (2013).
 52. Shimada, Y. et al. Electrogastrographic power ratio in humans is not related to changes in antrum-skin distance but to antral 

motility. J. Gastroenterol. 33, 310–317 (1998).
 53. Wilson, P. et al. Prolonged ambulatory antroduodenal manometry in humans. Am. J. Gastroenterol. 89, 1489–1495 (1994).
 54. Quigley, E. M. M., Donovan, J. P., Lane, M. J. & Gallagher, T. F. Antroduodenal manometry. Dig. Dis. Sci. 37, 20–28 (1992).
 55. Fone, D. R., Akkermans, L. M., Dent, J., Horowitz, M. & van der Schee, E. J. Evaluation of patterns of human antral and pyloric 

motility with an antral wall motion detector. Am. J. Physiol. 258, G616–23 (1990).
 56. Jones, K. et al. Evaluation of antral motility in humans using manometry and scintigraphy. Gut 37, 643–648 (1995).
 57. Hocke, M. et al. Every slow-wave impulse is associated with motor activity of the human stomach. Am. J. Physiol. Gastrointest. Liver 

Physiol. 296, G709–16 (2009).
 58. Searle, A. & Kirkup, L. A direct comparison of wet, dry and insulating bioelectric recording electrodes. Physiol. Meas. 21, 271–283 

(2000).
 59. Gruetzmann, A., Hansen, S. & Müller, J. Novel dry electrodes for ECG monitoring. Physiol. Meas. 28, 1375–1390 (2007).
 60. Babadi, B. & Brown, E. N. A Review of Multitaper Spectral Analysis. IEEE Transactions on Biomedical Engineering 61, 1555–1564 

(2014).
 61. Schamberg, G., Ba, D. & Coleman, T. P. A Modularized Efficient Framework for Non-Markov Time Series Estimation. IEEE Trans. 

Signal Process. 1–1 https://doi.org/10.1109/TSP.2018.2793870 (2018).
 62. Turakhia, M. P. et al. Diagnostic utility of a novel leadless arrhythmia monitoring device. Am. J. Cardiol. 112, 520–524 (2013).
 63. Kim, D.-H. et al. Epidermal electronics. Science 333, 838–843 (2011).
 64. Kang, D. Y. et al. Scalable Microfabrication Procedures for Adhesive-Integrated Flexible and Stretchable Electronic Sensors. Sensors 

15, 23459–23476 (2015).
 65. Kim, Y.-S. et al. Scalable Manufacturing of Solderable and Stretchable Physiologic Sensing Systems. Adv. Mater. https://doi.

org/10.1002/adma.201701312 (2017).
 66. Plonsey, R. The nature of sources of bioelectric and biomagnetic fields. Biophys. J. 39, 309–312 (1982).
 67. Burdan, F. et al. Anatomical classification of the shape and topography of the stomach. Surg. Radiol. Anat. 34, 171–178 (2012).
 68. Gharibans, A. A., Kim, S., Kunkel, D. & Coleman, T. P. High-Resolution Electrogastrogram: A Novel, Noninvasive Method for 

Determining Gastric Slow-Wave Direction and Speed. IEEE Trans. Biomed. Eng. 64, 807–815 (2017).
 69. Esteva, A. et al. Dermatologist-level classification of skin cancer with deep neural networks. Nature 542, 115–118 (2017).

http://dx.doi.org/10.3115/1073012.1073017
http://dx.doi.org/10.1109/TSP.2018.2793870
http://dx.doi.org/10.1002/adma.201701312
http://dx.doi.org/10.1002/adma.201701312


www.nature.com/scientificreports/

1 2SCIeNTIfIC REPORTS |  (2018) 8:5019  | DOI:10.1038/s41598-018-23302-9

 70. Gulshan, V. et al. Development and Validation of a Deep Learning Algorithm for Detection of Diabetic Retinopathy in Retinal 
Fundus Photographs. JAMA 316, 2402–2410 (2016).

 71. Crawford, M. H. et al. ACC/AHA Guidelines for Ambulatory Electrocardiography: Executive Summary and Recommendations: A 
Report of the American College of Cardiology/American Heart Association Task Force on Practice Guidelines (Committee to 
Revise the Guidelines for Ambulatory Electrocardiography) Developed in Collaboration With the North American Society for 
Pacing and Electrophysiology. Circulation 100, 886–893 (1999).

 72. Zimetbaum, P. J. & Josephson, M. E. The evolving role of ambulatory arrhythmia monitoring in general clinical practice. Ann. Intern. 
Med. 130, 848–856 (1999).

 73. Lee, J. S. Digital image enhancement and noise filtering by use of local statistics. IEEE Trans. Pattern Anal. Mach. Intell. 2, 165–168 
(1980).

 74. Korterink, J. J., Diederen, K., Benninga, M. A. & Tabbers, M. M. Epidemiology of pediatric functional abdominal pain disorders: a 
meta-analysis. PLoS One 10, e0126982 (2015).

 75. Parkman, H. P. et al. Effect of gastric acid suppressants on human gastric motility. Gut 42, 243–250 (1998).
 76. Webster, J. G. Reducing motion artifacts and interference in biopotential recording. IEEE Trans. Biomed. Eng. 31, 823–826 (1984).

Acknowledgements
We would like to thank Larry Smarr, director of the California Institute for Telecommunications and Information 
Technology (Calit2), for early funding for this project and Joanne Ly for assisting with Figures 1 and 2.

Author Contributions
A.A.G., B.L.S., D.C.K., L.J.K., H.M.M., and T.P.C. were all involved in the experimental design, interpretation 
of results, and writing of the manuscript. T.P. C. oversaw the design and approach for all data analysis methods. 
A.A.G. implemented the artifact rejection methodology. A.A.G. and H.M.M. carried out the data collection for 
the study. A.A.G. and B.L.S. performed the data processing and analysis.

Additional Information
Supplementary information accompanies this paper at https://doi.org/10.1038/s41598-018-23302-9.
Competing Interests: The authors declare no competing interests.
Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2018

http://dx.doi.org/10.1038/s41598-018-23302-9
http://creativecommons.org/licenses/by/4.0/

	Artifact Rejection Methodology Enables Continuous, Noninvasive Measurement of Gastric Myoelectric Activity in Ambulatory Su ...
	Results
	Effect of Artifact Rejection on EGG Waveforms. 
	Validation of EGG in Comparison to Gastric Manometry. 
	Ambulatory EGG Recordings. 

	Discussion
	Methods
	Artifact Rejection Methodology. 
	Simultaneous Manometry and EGG Recordings. 
	Ambulatory EGG Recordings. 
	Statistics. 
	Ethics Statement. 
	Data availability. 

	Acknowledgements
	Figure 1 (a) Illustration of an ambulatory monitoring system to record gastric electrical activity during unrestricted living outside of the clinic, which includes (b) the recording hardware with skin-mounted electrodes, and (c) a smartphone application 
	Figure 2 (a) Cartoon of the stomach depicting the placement of the manometry catheter.
	Figure 3 (a) Example time-series of raw EGG data containing motion artifacts (black arrows).
	Figure 4 (a) Spectrogram of the raw EGG signal with motion artifacts visible as red vertical bands, and (b) spectrogram of the same signal with artifacts removed by the LMMSE method for Subject 2.
	Figure 5 (a) Overlay of the EGG power between 0.
	Figure 6 (a) Spectrogram representation of EGG over a 24 hour period after the removal of artifacts.
	Figure 7 Ambulatory EGG extracted from multiple recordings (n = 8) on a single healthy subject.
	Table 1 Improvement in EGG percent 2–4 cpm activity and correlation coefficient between EGG power and manometry motility index with electrode placement and artifact removal (n = 11).




